Mirror Image from a Left Atrial Line Mimicking a Catheter in the Left Ventricle During Transesophageal Echocardiography.
We describe a case report where a left atrial catheter inserted intraoperatively produced an artifact, which mimicked a catheter in the left ventricle during transesophageal echocardiographic examination.